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CIRCULAR LETTER NO. 10 


Ttem N-5105, Aspirating Unit, Manually Operated - - + e Section I~ 
“Item 14255, "Sodium Calcium Hydrate shone ene) 4-8 : ee 
‘ Mesh “= - + 4 = 6 = 4 ee ee ee ee ee ee ee oe Section Ti 
“Captured Cylindors ava L Rene Oxygen or Ane packets : aeey 
ee. 6 em eo ~ em ee te eee eee ee = + Soeotion TIT 
Item N-9029, ETO Reousettutor a nd Ether Vaporiger -- -« Bh 


_ ASELRATING UNIT MANUAL 


- 4, Item N-3105, Aspirating Unit, Manually Despaved. is now | 

available in {esning depots, It will be requisitioned on the basis 
Br onc; (1) per general or stati.r. hospital, two (2) per evacuation 
hospital, and three (3) per field hospital, 


This unit is freely portable, ig foot operated, and te do- 
augment Item 37750, suction apparatus, electric » RE: hand 


. II. ITEM 14255, SODIUM CALCIUM HYDRATE (SODA LIMS) 
: ee Me ni ye ke ON eee 
i al © Earn 


1. Item 14255, Sodium Calcium Hydrate, (soda limes) 4 - 8 mesh 
mit 37 los., is designed for usc in anesthesia apparatus, portable 
Item 93500), for the administration of nitrous oxide. It is to be 
used in preference to Item 14250, Sodium Calcium Hydrate (soda lime 
8 - 14 mesh, designed for use in “machines to determine basal mota- 
fe) ie pate. Requisitions for purposes of anesthesia will ‘toa 

m 14255 rather than Item 14250. os 


“SECTION III. CAPTURED CYLINDERS CONTAINING OXYGEN OR ANES TNT TC 
a See ee ee 


t 


a a oP Cylinders of origin other than hagrican or, British: eres : 
» being found in medical depots and fixed hospital sites occupied by 
US hospitals. Gases released from captured e¢ylinders will not bo 
employed for medical purposes such cylinders will be segregated, 

-etained in storage, and. reported to the Office of the Chief Surrcor 
sntions 


ak ¢. Division, me ole i ahaa Quantity on hand and - 


a ARMY 
4 eee 


‘aedte the aa. soup a -péibabie SECURES ‘end abi 
fie er, weighing approximately 6 lbs., has beon developed. 
if Llable for issue to Auxiliary Sur teal GYOUpS Requis 
e submittcd on the basis of one (1) unit to each Surgles 
edic, fe, Thoracic and ane ahaa beam: es 


‘Sen 


It may ee “onployed | ‘for the inert dees 

or by the endotrach 

"On se possesses an advantage over the Flagg can in that i 
ent positive pressure, meee Sy controlled, may be broduged 


a8 


By order of the Chief Surgeon: 


oe a ane Masthe Kvit-thear : 


H. W. DOAN, | 
Colonel, ita Corp 
Executive Officers. 7% 


